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INTIODUCTTON 


Work has continued with the low speed Self Streamlining Wind 
Tunnel (SSUT) using the KACA 0012-64 airfoil in an effort to explain 
the discrepancies between the NASA Langley Low Turbulence Pressure 
Tunnel (LTPT) and SSWT results obtained with the airfoil stalled. 
Conventional wind tunnel corrections have been applied to straight wall 
SSWT airfoil data, to illustrate the inadequacy of standard correction 
techniques in circumstances of high blockage. Also one SSWT test has 
been re-run at different air speeds to investigate the effects of such 
changes (perhaps through changes in Reynold's nun^er and freestream 
turbulence levels) on airfoil data and wall contours. 

Mechanical design analyses for the Transonic Self-Streamlining 
Wind Tunnel (TSWT) have been completed by the application of theoretical 
airfoil flow field data to the elastic beam and streamline analysis.^ 

The control system for the transonic facility, which will 
eventually allow on-line computer operation of the wind tunnel, is 
outlined. 
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I 

i 
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LOW SPEED SELF STREAMLINING WIND TIT^NFL RhlSKARCH (Continued) 

No modlf icaciona have been incorporated into the SSWT since the 
preceeding progress report\ and work with tlie wind tunnel has centered 
on isolating the cause of discrepancies in airfoil data when the NACA 
0012-64 airfoil is stalled at > -^ 8*^, In this regime, the suction 

I 

surface of the airfoil supports large regions of separated flow, which 
are suscepti'jle to any secondary flow effects present in the wind tunnel. 

Variation of wind tunnel airspeed affects both the freestream 
turbulence level and the chord Reynolds number R^. 11)^ airfoil model 

used in SSWT has always had transition strips attached near to its 
leading edge, but when the wing is stalled the effectiveness of these 
strips is probably reduced, particularly at low values of Reynolds number. 

Four SSWT runs were performed over a range of R^ froT' 170,000 to 370,000. 

Throughout these tests the flexible walls were set to the same contours 
as determined for Run 180 and were not re-streamlined to account for the 
effects, if any, of change in Reynolds number. In these tests there were 
transition strips applied to the airfoil hut no wing fences^, and a was 
constant at 12.1*^. Figure 2.1. illustrates how both C and varied with 



The new SSWT data indicates a gradual increase of C., with R but 

N c 

the converse for C , although the overall variation in values is less than 
c 

lOZ over the R range. The LTPT data is also shown, with no variation 
c 

apparent in either or C^, over the narrow range of R^. Notice that a 

very large effect would be required to bring SSWT data into agreement with 

LTPT results, namely a 25Z reduction in C„ and a 30Z increase in C . 

With SSWT apparently in an identical configuration as for run 180, 

it is interesting to see that the re-run (run 224) has produced different 

results at the same value of R , namely a .0324 reduction in and a 

c N 


— 


.0116 increase In C . It waa found fr'Nn examination of the differencea 

c 

between real and imaginary pressure coefficients along the flexible walls 

that they were not well streamlined during any of the new tests from 

which the data presented on figure 2.1. was obtained. A measure of 

pressure imbalance along a wall is , the average pressure coefficient 

P 

error for each wall. Tie errors for the new testa are shown on figure 

2.2., all lying above the error which is presently regarded as acceptable 

in SSWT, Ep - 0.015. 

P 

Possible reasons for data disparity Include the re-gritting 

I 

of the 'eading edges which had taken place since run 180, and an error in 
setting angle of attack. A «'e-atreaml ining was therefore decided upon 
(run 228) at the approximate Reynolds number of the LTPT tests and at 
a - 12.1°. 

Figure 2.3. shows the changes in airfoil pressure distributions 
between runs 180 and 228, both runs being at the same Reynolds numbers and 
angle of attack, and both with the walls streamlined. A problem of test 
repeatability is revealed which will require attention. 

Even tliough most data points shown on figures 2.1. were taken 
with walls inadequately streamlined, the weak variations of force coefficients 
with Reynolds number, coupled with the small changes in coefficients with the one 
re- streamlining that was carried out, indicate that data discrepancies 
between SSWP end LTPT at high angles of attack were not likely to be due 
•* to small differences in Reynolds number. It is proposed to explore the 
possibility that some consistent angle of attack errors exist in SSWT. 

Straight wall SSWT and C data has been converted to C, (C„ and 
C data is already reported.^) The C data was corrected by the Goldstein 
method^ for low speed wind tunnel interference and viscous effects. In 
addition there was a blockage correction made to the data for values 
of a > 9°, where the separated wake of the stalled airfoil resembles 
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th« wake of a bluff body, e» poetulatod by Maakell^. Deapitr the fact 
that atandard wind tunnel correct iona are made by uae of amall 
perturbation theory where c/h ia aaaumed to be amall, but in fact in 
theae teat a the ratio waa hifth at O.t, uaeful correct iona have been 
achieved. Theae are illuatrated by the complete available ranRe of 
airfoil C data ahown in Figurea 2.4. In the unatalled regime, the 

la 

corrected SSWT data compare favourably with the LTPT valuea for which 
atandard correctiona are inaignif icant . Tlua data ia conveniently 

4 

aumnariaed by fitting atraight linea througli the data over the range 
~ i X * 8^, uaing a leaat aquarea method. The alopea and intercepta 
of theae line fita are aa folUwa:-' 


! 

1 Data source 

1 

^Llia 

degree 

7!ero ‘ Intercept 

"l 

i 

i LTPT 

1 

0.0847 


0.tX)‘»5 

1 Streamlined Wal 1 
SSWT 

0.0824 


- 0.01943 

Straight Wall SSWT - 
Corrected 

0.088 


- 0.0077 

I'ncorrec ted 

1 

i 

0.098 

— 

- 0.0086 


The lift curve slope ratios 

SSWT, straight wall, corrected 


LTHT 

and 

SSWT, streamlined walls 


LTl’T 

respectively 1.019 and 0.973. 





It it InteretCinR to tttf that the ttraight wall SSVrr corrected 
valuta tend to bt larger than the corresponding LTPT valuta, while 
the atreamlint’d wall SSWT data tends to be below LTPT. This may point 
to tome form of over correction of wind tunnel intereference in the 
streamlined wall SSWT tests. 

The stalled regime is more confused, witi: the likelihood of 
secondary flow effects. The straight walled SSWT ui.corrected data 
does not indicate any airfoil stall. Figure 2.5. is an example of 
airfoil pretisure distributions at ci ■ (this is new data) with 
straight and streamlined walls. Note the large suction loop supported 
by the airfoil before streamlining. 

An example of the effectiveness of streamlining in comparison 
with the alternative of data correction at high is the data at 
a • 12°. Assuming the LTPT data to be correct, applying conventional 
corrections to straight wall SSWT data reduces the error from 128Z to 
AAZ, whereas wall streamlining has reduced the error from 128Z to 2SZ. 
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COMPARISON OF STRKAMUNK AND FI.ASTTC STRUCTTRK CONTOl’RS 


Tbvorecictl data on atreaml inea around an unatallrd NACA OOi2-6A 

aection at a ■ '» 8°, in a free s'.rean at Mach O.H, haa become available. 

Thia haa been applied to the elaatic beam and atreamline analyaia 

deacribed in the pruceeding progreaa report.^ 

In thia analyaia the elaatic beam, repreaenting the flexible 

wall, ia constrained to paaa through a finite nurobi*r of pointa along a 

atreamline, the pointa representing jacks. Between any two pointa the 

contoura of the streamline and the elaatic beam differ from each other. 

It ia aaaumed that this difference increases from zero at a jack, to a 

maximum roughly mid-vay between jacking pointa. The beam was constrained 

to pass tiirough a group of six equally spaced points along a atreamline. 

‘Hie difference or error between the elastic beam and streamline at the 

center of thia grou,. , K , was examined, as affected by jack spacing and 

w 

changes in the position of the beam center along the streamline. The 
results are shown in figura 3.1. for streamlines spaced half a chord 
above and below the airfoil and fur two jack spacings. 

reaches a maximum with the beam center approximately over the 
airfoil quarter-chord point on the top wall and under the airfoil leading 
edge on the bottom wall. The effect of jack spacing on the position of 
these maxima is small. Notice that the behaviour of E^ is oscillatory, 
damping out to almost zero as the beam centre moves out of close proximity 
with the model. The wavelength of these oscillations is approximately 
twice the jack spacing. 

This evidence suggests that E cun be minimised by positioning 

w 

a jack over the airfoil quarter-chord point on the top wall and under the 

leading edge on the bottom wall. This would have the effect of perhaps 

eliminating the maximum value of E ,(E ), and the secondary peak values, 

r w wm 

if the jacking system incorporates equal jack spacing in the vicinity of 


the model . 


A wider ranging survey was carried out, the values of maximum 

error E assumed to occur when the beam mid-point coincided with the 
wm 

airfoil quarter chord point on the top wall and the leading edge on the 

bottom wall. The data is shown in figure 3.2. for variables including 

three test section depths (^/c ■ 0.5, 1 2) and jack spacings up to 

1.8 chords. As could be expected, the shallower the test section, the 

more rapid is the rise in value of with increasing jack spacing. 

Also prominent are the differences in behaviour between upper and lower 

walls. The double curvature of the lower wall necessitates closer jack 

spacing in the neighbourhood of the model. With a test section height 

to model chord ratio ( /c) of 1, the wall setting tolerances adopted in 

the design of the transonic SSWT can he met with a jack spacing of 0.5b 

chord on the upper wall, but only 0.34 chord on the lower wall. Wlien a 

large chord model (say 15 cm) is combined with the minimum depth of test 

section available on the transonic test section (7.b cm), giving ^/c * 0.5, 

the data on figure 3.2b indicates that it may prove necessary to position 

a jack under the airfoil leading edge. This is because with poorly 

located jacks, the jack spacing of 2.54 cm will result in a spacing: 

chord ratio oi O.lbb and a ratio E , * - 0.005 giving a wall error of 

.75 mm (0.03 inches) which is regarded as unacceptably high. 

Further work has involved an examination of the effect of lift on 

E in the vicinity of the model, this tins* using potential flow streamlines 
w 

round a lifting cylinder. Figure 3.3. shows the findings of this work for 
C, in the range t4. At larger jack spacings, say shove about 75Z of the 

la 

test section height, change in has a relatively small effect on the 

position accuracy of wall adjacent to the suction surface, but there is a 

significant effect associated with the other wall. This is again a result 

of the double curvature in the wall adjacent to the pressure surface. For 
/ 

the smaller jack spacings that are primarily of interest (below .5 test 


section height), the well adjacent to the presntire surface of the model 


is seen to contain the largest errors. For example, with a ratio of 
to cylinder diameter of .0025 (corresponding to the chosen error limit) 
and with ■ 4, the upper wall Jack spacing can be up to .38h, while 
only a spacing of .27h is permissible on the low rr wall in the vicinity 
of the model. 

It should be noted that the errors sho%ni on figure 3.3. probably 
represent the largest likely to occur, because of an unfavourable 
positioning of jacks relative to the model. If jacks had been positioned 
above and below the cylinder axis, the errors may be much reduced. 

This particular exnmple of a lifting cylinder would produce a 
blockage of 337. and its behaviour could therefore be taken as indicative 
of that associated with an airfoil at high angles of attack. 


4. 


TRANSONIC TV:ST CfCTlW CONTROI. SYSTFM 


Th« function of ’ ir on*lln«r con|tut»r control nyttrm for thr 
Tr«n«onlc S*lf-Stre«nllnlnK Wind Tunnol (TSWT) l*i- 
•) To atrr«mlln« tho flexible walla, 

b) To acquire teat data fron the model. 

The bajlc operation haa already been defined , and the ayatem 
can be divided Into hardware (at the wind tunnel alte) and aoftware 
(In the couputer memory). 

The control ayatem'a aoftware la outlined by a flow diagram 
In figure 4.1. The box labelled 'Compute', referr to the running of the 
wall analyala program^, which determlnea the next pair of wall contoura. 
Although already In uae with the low apeed SSWT, thla program will require 
modification for application to tranaonlc flowa. Alao to be added to 
thla program la a control aegmcnt, which will include a aoftware Interface 
between computer and wind tunnel. 

The control ayatem'a hardware la ahown achemat Icaily In figure 
4.2. Tlie diagram la aub-divlded Into three aectlona, comprlalng Itema at 
the computer, Items at the wind tunnel, and the control ayatem'a functions. 
There are four actlona required: acrew Jack movement, wall jack pnaltlon 

meaaurement, preaaure port acan and the air pteaaure meaaurementa on the 
tunnel walla and model. Raalcally the ayatem conipriaea two feedback loopa, 
one to control the wall contoura and another to step the four acanivalvea 
(which are chained together) round each preaaure port, Data from the 
preaaure tranaducera la fed to the computer by a semi-independent route. 

A PPM-70-CB Programable Data Mover (I’DM) provides the necessary 
interface between the PDF 11 computer and the wind tunnel facility. Ulille 
its prime function is to move data, the PDM also Incorporates several 
peripheral items concerned with analogue to digital signal conversion and 

t 

a aerial ir formation link with the computer. Information from the PDM to 
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th« wlni! tunnrl will h« «ul tiplcxfd . 

To f«cilit4t« Ch« controlled •ovonent of the flexibl* walls, 
each of tho forty screw Jacks has its own motor drive unit, which stores 
dire, tion information and supplies S-phase power, with a 1.4 amp peak 
current, in the correct sequence to its associated stepper motor. The 3- 
phase supply is provided by a single pulse sequence generator at a fixed 
pulse rate (expected to he 200 pulses per sec) and in short bursts 
sufficient to move each jack a predetermined increment of movement. 

This 3-phase power signal is in fact split into two, each half driving 
a maximum of twenty jacks, therefore only half the stepper motors are 
powered at any one instant. The power supply provides a stabilised 
single phase 30 volt signal at 30 amps, and incorporates various protection 
devices and td air cooling. It is run off the 30 cycle 240 volts 
mains. Figure 4.3. shows a circuit diagram of this equipment, together 
with Chose of the SKitor drive unit and the pulse sequence generator. 

Other sub-systems are the scanivalve drive unit which performs 
motor drive and valve position sensing functions, and the various transducer 
' ridges which provide analogue information on flexible wall positions and 
all wind tunnel pressures. 

Control of the entire system will be via a \T)L' terminal, which 
has an entirely independent link with the computer. The VDl* will also allow 
immediate display of reduced test data at the wind tunnel site. 

Due to the complexity of the control system, several safety devices 
have been incorporated into both the hardware and the software. These are:- 

1. Position measurement of each jack after every increment of movemert 
to monitor the performance of the stepper motor-potentiometer 
pairs, and the ptwer supply. 

2. Power is only applied Co the stepper motors in short bursts, and 
there is a time switch to eliminate any tun-on which might occur. 
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3 . 


for exampl*, du«* Co ronipuCer or control •yitrm failures. 

Pressure port scans will include wind tunnel reference pressures 
at regular time intervals to check for Mach number variations. 

4. Stops on the screw ^acks to limit their movement. 

Most items of the control system are ready, but some hardware, 
principally the multiplexers, is designed but as yet un-built. The 
interfacing between computer and wind tunnel currently provides the 
largest obstacle to completion of the on-line control system. However, it 
is planned that Che transonic facility will be initially operated in a 
manual mode, similar Co that presently employed with the low speed SSWT, 
but with much reduced streamlining times. 

Ultimately, the TSWT will be operated in the following sequence 
(refer to figure 4.1); 

1. The model is adjusted to the required attitude and all the 
electronics are switched on at the wind tunnel. 

2. The command 'run' is typed on the VDU and sent to the computer. 

3. All conditions at the wind tunnel (i.e. jack positions) are 

reset Co known values in the computer's memory. 

4. The command 'start' is given to the computer and Che tunnel is activated. 

5. The computer acquires all flexible wall static pressures. 

6. New wall contours are computed. 

7. The computer determines the size and direction of the movement 

required at each jack . 

8. All jacks needing adjustment move one predetermined increment of 
movement, about .05 ran. 

9. Pulse sequence generator reports 'move complete' to the computer. 

10. Position data on each jack is acquired by the computer. 

11. Steps 8 to 10 inclusive are repeated until the walls have the 
correct contours for that particular iteration. 
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12. Step* S to 11 incluiiivr iiro rt*p»4it»«.' until tlir w«ll« «rr 
at raaml innd, 

13. Ttia computer at'i|uiri*a moJnl data. 

14. ilia compular trporta 'linialiad witti tunnrl' and thr wind tunnal 
ia manually turnad ott. 

13. Tlia taal data ia analyaad and thi* cominilad raaulta diaplayad on 
tha nU' for aubaaquant liard Ck'pv piint-out. 

» 

Tha run tima of tba wind tunnal duriiiK tliia oparation ia axpartad 
to ba aa abort aa 2 minutaa. 


I 


5. 


CONCLUSIONS 


1. Cauaea of Chv diacropancica botwfen SSVTT and LTPT data on the 
NACA 0012-64 airfoil beyond atall remain unreaolvvd. 

2. The effect of Reynold'a number on the atreamlining of the 
SSVrr ia probably important. 

3. The anticipated maximum wall poaition errora in the Tranaonic 
Self-Streamlining Wind Tunnel, introduced by wall mechanica, 
are within the limita aet by prior aerodynamic conaiderationa . 

4. The detailed deaign of tlie TSWT control eybtem for automatic 
wall streamlining and data acquisition, is finalised and the 
system is under development. 


/ 
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SYMBO!.S 


• WinJ chord 

• Chord Reynold'* nunA>er 

■ angle of /<ctack 

■ pressure coefficient 

• normal force coefficient 

• chordwiae force coefficient 

- lift coefficient 

■ teat aection height 

■ wall poaition error 

■ maximum wall poaition error 

• chordwiae poaition downatream of airfoil 
( chord point 

■ C error averaged along a flexible wal 1 

P 

■ chordwiae poaition on airfoil 
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Fiyure 2.1b VARIATION OF AIRFOIL C^. WITH R^ 
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Figure 2.4o Cj_ DATA FROM THE STRAIGHT WALL SSWT AND LTPT. 
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Figure 3.1b FLEXIBLE WALL POSITION ERROR ANALYSIS 
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Figure 4.3c CIRCUIT DIAGRAM OF THE PULSE SEQUENCE GENERATOR 



